[The KMB-01 balneology cardiomonitor].
A block diagram and specifications for a cardiomonitor model KMB-01 are described. It monitors simultaneously cardiac functions of four patients in the course of hydrotherapeutic and peloid procedures. The method to register contactlessly electrocardiograms of patients having the bath is discussed. The types of primary transducers are presented.